CERTIFICATE OF ANALYSIS

NC-203 SST Kit 3

Using Count & Viability Protocol on the NucleoCounter® NC-203™

Product No.: 912-0051
Lot No.: 0626-205
Release Date:  Jul-2026
Expiry Date: Sep-2027
Application:

chemometec

NC-203™ SST Kit 3 is used for routine checking of the NucleoCounter® system prior to operation.

Results on Master Instrument Accepted Range CV %
Fluorescent beads |Count
P/N: 071-0060
9.93E+05 beads/mL 8.44E+05 - 1.14E+06 beads/mL CV%<10.0%
Viability
03 % 0.0%-10.0% SD < 5.0*
Diameter
10.2 um 9.7um - 10.7 um SD < 2.0*

* = When viability is close to 0, even insignificant changes in dead counts can result in extremely high CV%.
Instead, Standard Deviation (SD) is used to evaluate the result.

This lot has been tested according to the internal ChemoMetec quality procedures. The lot meets all product

specifications.

This lot was released by:

Product No.: 992-4064
Effective date: 08jul2026

ChemoMetec A/S - Gydevang 43 - DK-3450 Allerod - Denmark - Support@chemometec.com - www.chemometec.com

Nikita Rosted Christensen, QC Lead
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